Explosion during diathermy gastrotomy in a patient with carcinoma of the antrum.
Gas explosion during diathermy gastrotomy is a very rare occurrence. We report on an unusual case of gas explosion during diathermy gastrotomy in a patient with carcinoma of the gastric antrum.